MAMMOGRAPHY QUALITY CONTROL CHECKLIST – FULL-FIELD DIGITAL
GENERAL ELECTRIC MODEL: Pristina
Daily and Weekly
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	Acquisition Station Monitor Cleaning (daily, monthly (or as required) GE Pristina 5845677-8EN, Rev. 2)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Viewbox and Viewing Conditions (weekly, NAGE Pristina 5845677-8EN, Rev. 2)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Image Uniformity and Bad Pixels-
(weekly,NA GE Pristina 584677-8EN, Rev 2 )
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Flat Field Test and Detector Calibration (weekly-GE Pristina 5845677-8EN, Rev. 2)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	IQST

(weekly)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Phantom Image Quality 
(weekly)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Reconstructed Image Uniformity Test – DBT
(weekly, NA GE Pristing 5845677-8EN, Rev. 2)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Flat Field Test and Detector Calibration– 3D DBT (weekly, GE Pristina 5845677-8EN, Rev. 2)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Phantom Image Quality – 3D DBT

(weekly)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Review Workstation QC 
(See FDA Guidance/ Manufacturer’s QC Manual)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Film Printer QC 
(printer mfr rec, if applicable)
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	
	

	Mobile Unit Quality Control
(If applicable)
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